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   We evaluated the clinical efficacy and safety of a Foley catheter coated with silver-protein 
(ProAg catheter) in the prevention of catheter-associated bacteriuria. ProAg catheter significantly 
reduced the incidence of extraluminal catheter-associated bacteriuria compared with usual latex 
Foley catheter although it did not inhibit intraluminal bacteriuria. There was no difference 
between ProAg catheter and latex catheter in the side effects such as urethral discharge, catheter-
associated pain and allergic reaction. The ProAg catheter may be useful as an indwelling urethral 
catheter. 
                                                 (Acta Urol. Jpn. 39: 293-298, 1993) 








































































































































































す なわ ちTablelに お い て新 鮮 尿 で2日 目にSta・
pdylococcusepidermidislO4個/m1が培 養 され,4日 目
に はPseudomonasPutidaIo7個/m1培養 され た.蓄 尿
中 に は1日 目よ りP.Putidaが存 在 し,日 を 追 うご と
に増 加 した.こ の場 合,蓄 尿 中 に 先 に み られ た菌 種
P.Putidaが後 に新 鮮 尿 中 に もみ られ,P.Putidaは管
内 を逆 行性 に 侵入 した もの と して 管 内性 と判 断 した.
一 方 新 鮮 尿 中 にみ られ たS .epidermidisは先 の 蓄 尿 中
に は み られ ず,カ テ ー テル と尿道 の間 隙 を 上 行 して感
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